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Abstract
Background: Lung separation is essential for an emergency thoracic surgery for massive hemoptysis. When using a
double lumen tube (DLT), a commonly adopted lung separation device during thoracic surgery, a water-tight seal
of endobronchial cuff is crucial to prevent lung-to-lung aspiration of blood. In this study, we investigated the fluid
sealing characteristics of the endobronchial cuff of a DLT and examined the effect of gel lubrication on the fluid
leakage beyond the endobronchial cuff of DLT.
Methods: An artificial tracheobronchial tree was intubated with a DLT. In the first phase of the study, the intra-cuff
pressure of endobronchial cuff of DLT was set to 25, 50, or 100 cmH2O (n = 7, each), and the non-dependent bronchus
was filled with 5 ml of water. Fluid leakage to the dependent bronchus beyond the endobronchial cuff was collected
for 6 h. The time until leakage was first detected and the time until 100% leakage occurred were measured. In the
second phase, the endobronchial cuff was coated with either saline (group C, n = 10) or lubricant gel (group GEL,
n = 10), and the same parameters were measured.
Results: In the first phase of the study, the times to first leakage and 100% leakage at an intra-cuff pressure of 25
cmH2O were 21.0 (7.0 - 59.0) sec and 3.0 (2.0 - 4.0) min, respectively. Higher intra-cuff (50 and 100 cmH2O) resulted in
longer time for the first leakage and 100% leakage, but the duration was not long enough for clinical purpose. In the
second phase, all the DLTs in group C showed 100% fluid leakage during the 6-hour period. In contrast, in group GEL,
fluid leakage beyond the endobronchial cuff was detected only in 50% of the DLTs and none of the DLT showed 100%
fluid leakage during the study. Among the DLTs which exhibited fluid leakage, the time to first leakage was 252.0
(171.0-305.0) min and the leakage volume at the end of the study period was 0.3〔0.0-1.8〕ml.
Conclusions: Endobronchial cuff of DLT cannot prevent fluid leakage beyond the endobronchial cuff, but lubricant gel
coating on the endobronchial cuff can effectively reduce the lung-to-lung aspiration.
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Introduction
Massive hemoptysis, traumatic or non-traumatic, is potentially lethal and has a high mortality rate [1,2]. Emergency
surgery is an important treatment option [2-4] and sparing
the non-bleeding lung from blood spill is critical in the
perioperative period [1,5]. Patients undergoing thoracic
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surgery for hemoptysis are frequently placed in a lateral
decubitus position to facilitate the surgical approach. In this
position, the healthy lung is placed below the operative
lung. Thus, preventing the gravity-driven drainage of blood
from the operative lung into the healthy lung on the
dependent side is an important clinical issue.
The double lumen tube (DLT) is the most commonly
used lung isolation device during thoracic surgery [6].
When using the DLT, preventing leakage from one lung
to the other depends on the sealing properties of the
endobronchial cuff. It has been reported that endotracheal
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cuff of the modern single lumen endotracheal tubes (SLT)
cannot reliably prevent fluid leakage [7-9]. The endobronchial cuff of the DLT has high-volume low-pressure
(HVLP) characteristics, similar to those of endotracheal
cuff of SLT [10-12]. As yet, the fluid sealing characteristics
of endobronchial cuff of DLT in the lateral decubitus position have not been investigated in detail. In the first phase
of our study, we investigated the sealing characteristics of
endobronchial cuff of DLT in a lateral decubitus position
using an artificial tracheobronchial tree.
For SLT, several methods have been suggested to improve the sealing characteristics of the endotracheal cuff.
Of interest, the application of lubrication gel to the SLT
endotracheal cuff has been shown to effectively reduce
fluid leakage [13,14]. Thus, in the second phase of the
study, we hypothesized that lubrication gel coating on
the DLT endobronchial cuff could reduce fluid leakage
past the cuff to reduce lung-to-lung spillage. The sealing
characteristics of either lubrication gel-coated or salinecoated endobronchial cuffs were compared with respect
to the volume and timing of fluid leakage past the cuff.

Methods
Based on the previous reports [15], we simulated an artificial tracheobronchial tree with a 17-mm trachea that
branched into 13-mm left and 16-mm right bronchi, and
the study was conducted in two phases.
The first phase examined the fluid sealing characteristics
of the DLT endobronchial cuff in the lateral decubitus
position. The artificial tracheobronchial tree was intubated
with a 35 Fr DLT (Broncho-cathTM, Mallinckrodt,
Ireland). It was positioned horizontally, with one bronchus
in the dependent position and the other bronchus in the
non-dependent position. The intra-cuff pressure was set
at 25, 50, or 100 cmH2O (groups 25, 50 and 100, respectively) using a cuff inflator (Cuff Pressure ManometerTM,
Microcuff GmbH,Weinheim, Germany). After the cuff
inflation, 5 ml of colored water were poured into the
non-dependent side of the artificial bronchus to simulate
blood or pus in the operative lung. Fluid leakage past the
endobronchial cuff into the dependent bronchus was
monitored. The leaked water was collected in a container
placed below the open end of the dependent bronchus.
The time until leakage was first detected and the time
until 100% leakage occurred were measured. The time to
100% leakage was defined as the time point when 4.8 ml
of fluid were collected in the container, because our pilot
study revealed that 0.1- 0.2 ml of fluid was retained within
the artificial tracheobronchial tree even when the cuff
was completely deflated. The volume of fluid collected
in the container was monitored for 6 h, and recorded
by the minute during the first 15 min, at 30 min, and
once per hour thereafter. Seven 35Fr DLTs were tested
for each group.
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In the second phase of the study, the effect of lubricating gel on the sealing characteristics of the cuff was investigated. The endobronchial cuff was lubricated with either
saline or gel. In the saline-control group (group C; n = 10),
the tube was dipped into bottle of saline before intubation.
In the gel-lubrication group (group GEL; n = 10), 3 ml of
water-soluble gel (K-Y JellyTM, Johnson & Johnson, Korea)
were applied onto a 10 × 10-cm four-ply gauze pad, and
the pad was used to coat the cuff with gel. The artificial
tracheobronchial tree was intubated with the DLT and
positioned horizontally. The endobronchial cuff was inflated to pressure of 25 cmH2O and the volume of fluid
leaking past the endobronchial cuff was measured for 6 h
as in the first part of the study. The parameters measured
in the first part of the study were also measured.
Statistics

For the data from the first phase of the study, betweengroup comparisons were made using the Kruskal-Wallis
test, with the Mann–Whitney U test as appropriate. The
data from the second phase were compared using the
Mann–Whitney U test. Value of P or the Bonferroni corrected P (P value multiplied by the number of comparisons)
less than 0.05 were considered to indicate statistical significance. Data are presented as medians (interquatile).

Results
During the first phase of the study, the time until the
first fluid leakage and the time until 100% leakage at
each of the three intra-cuff pressures are presented in
Table 1. The time to first leakage differed significantly
among the groups. In pairwise comparisons, group 100
differed from groups 25 and 50, but no significant difference in time to first leakage was found between groups
25 and 50. The time to 100% leakage also differed significantly among the three groups. Compared with groups 25
and 50, group 100 exhibited a significantly longer time to
100% leakage. Groups 25 and 50 did not differ significantly with regard to time to 100% leakage. The volume of
fluid that leaked over time at each intra-cuff pressure is
presented in Figure 1. The volume of fluid that leaked
differed significantly among the three groups from 1 min
and 1 h. For the first hour, group 100 exhibited a significantly lower volume of leakage compared with groups 25
and 50, while groups 25 and 50 exhibited same amount of
fluid leakage. By 2 h, 100% fluid leakage had occurred in
all three groups, and there was no difference among them.
In the second phase of the study, the endobronchial cuff
lubricated with gel had a significantly longer (P = 0.001)
time to first leakage when compared with the saline control. The first fluid leakage was detected within 1 min
[19.0 (9.8-34.3) s] in the group C. Among the 10 DLTs in
the gel-coated group, only five showed fluid leakage during the 6-h study period, with a time to first fluid leakage
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Table 1 Time to first leakage and to 100% leakage of double-lumen tubes at each intra-cuff pressure
Group

Time to first leakage (s)*

Corrected P-value*

Time to 100% leakage (min)†

Corrected P-value

25

21.0 (7.0-59.0)

0.495

3.0 (2.0-4.0)

0.786a

50

48.0 (32.0-78.0)

0.002b

6.0 (4.0-12.0)

0.002b

85.0 (70.0-130.0)

0.002c

100

191 (125.0-260.0)

a

c

0.002

Data are presented as median (interquartile).
Group 25: Intra-cuff pressure of 25 cm H2O; group 50: Intra-cuff pressure of 50 cm H2O; group 100: Intra-cuff pressure of 100 cm H2O.
*P = 0.001 among all three groups.
†
P < 0.001 among all three groups.
a
Group 25 vs. group 50.
b
Group 50 vs. group 100.
c
Group 25 vs. group 100.

Discussion
Our study showed that the DLT endobronchial cuff
could not provide a water-tight seal against lung-to-lung
fluid leakage in a lateral decubitus position but gel
lubrication of the cuff effectively improved the sealing
characteristics.
The modern polyvinylchloride–endotracheal cuff has
HVLP characteristics [10]. An intra-cuff pressure of
around of 25 cmH2O is recommended for HVLP cuff to
avoid mucosal damage [16,17]. However, it has been well
documented that this pressure cannot prevent fluid
leakage around the HVLP endotracheal cuff [8,18]. The
endobronchial cuff of DLT also has HVLP characteristics

similar to those of the SLT endotracheal cuff [11,12],
and our results show that in a lateral decubitus position,
the DLT endobronchial cuff cannot provide a water tight
seal under the recommended intra-cuff pressure of
25 cm H2O as that of endotracheal cuff of SLT. For the
endotracheal cuff of the SLT, some studies have reported
that higher intra-cuff pressures of 50–60 cmH2O can
stop or reduce fluid leakage [7,9], whereas other groups
have reported that an increase in intra-cuff pressure to
50 cmH2O is unable to prevent leakage [8]. During the
present study, we examined the effect of pressure escalating on sealing characteristics of the endobronchial cuff
of DLT by applying intra-cuff pressures of 25, 50, and
100 cmH2O to the endobronchial cuff. Compared with
25 and 50 cmH2O, an intra-cuff pressure of 100 cmH2O
showed significantly longer times to both first leakage
and 100% leakage. However, even at a pressure of
100 cm H2O, the times to first fluid leakage (median;
191 sec) and 100% leakage (median; 85 min) do not
seem to be long enough for complicated thoracic surgery
for hemoptysis which poses a high risk for lung-to-lung
aspiration. In addition, the intra-cuff pressure of 100 cm

Figure 1 Changes in fluid leakage volume over time at each
intra-cuff pressure. Data points are medians. Error bars represent
interquartile ranges. Group 25: Intra-cuff pressure of 25 cm H2O (●);
group 50: Intra-cuff pressure of 50 cm H2O (○); group 100: Intra-cuff
pressure of 100 cm H2O (▼). * P < 0.008 among all three groups. †
Corrected P < 0.020, group 100 vs. group 25 and group 100 vs. Group 50.

Figure 2 Changes in fluid leakage volume over time based on
gel lubrication of cuff. Data points are medians. Error bars represent
interquartile ranges. Saline group: endotracheal cuff was coated with
saline (●); Gel group: endogracheal cuff was coated with lubrication
gel (○).* P < 0.001 between the groups.

of 252.0 (171.0-305.0) min. The time to 100% leakage in
the group C was 3.0 (2.0-4.0) min, whereas none of the
DLTs in group GEL exhibited 100% leakage during the
study period. The median fluid leakage in the group GEL
at the end of the study period was only 0.3 (0.0-1.8) ml.
Figure 2 illustrates the significantly greater volume of fluid
leakage in the group C compared with the group GEL at
each time point during the study.
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H2O possesses a risk of airway injury [11,16,17]. Thus,
despite the statistically beneficial results at 100 cm H2O,
the clinical benefit of increasing the endobronchial cuff
pressure above 25 cm H2O is doubtful.
Gel lubrication of the SLT cuff has been reported to
prevent fluid leakage and reduce the risk for pulmonary
aspiration [13]. The fluid leakage past the HLVP cuff
occurs because the diameter of the high-volume cuff
exceeds the diameter of the tracheal lumen. Upon inflation, numerous longitudinal folds are formed on the
surface of the cuff and they permit fluid leakage around
the cuff [7-9]. By using lubricant gel, these folds can be
effectively sealed and fluid leakage past the HVLP cuff
can be prohibited [13]. In agreement with previous study
regarding endotracheal cuffs, the use of gel lubricants
effectively reduced fluid leakage past the endobronchial
cuff in this study. Gel lubricant has been widely applied
to airway management in clinical practice such as
facilitating endotracheal intubation [19,20], flexible bronchoscopy insertion [21], laryngeal mask airway insertion
[22], and endotracheal stylet use [23]. In this respect,
gel lubrication of the endobronchial cuff could be safely
applied in clinical practice to reduce lung-to-lung contamination via a DLT in patients undergoing emergency
thoracic surgery for hemoptysis.

Conclusions
To sum up, the endobronchial cuff of a DLT cannot provide
an adequately water-tight seal against lung-to-lung contamination even with higher intra-cuff pressure than the recommended range, and gel lubrication of the endobronchial
cuff effectively improves its sealing characteristics under
a recommended intra-cuff pressure. We recommend consideration of the application of gel lubrication on the
endobronchial cuff of DLT to reduce lung-to-lung aspiration during emergency thoracic surgery for hemoptysis.
Competing interests
The authors declare that they have no competing interests.
Authors’ contributions
J-YH: concept and design, acquisition of data, drafting the manuscript. JB;
concept and design, acquisition of data, drafting the manuscript. SF Nahm:
analysis and interpretation of data, revise the manuscript critically. DK:
concept and design, acquisition of data, revise the manuscript critically. Y-TJ:
concept and design, interpretation of data, revise the manuscript critically.
JK: concept and design, interpretation of data, revise the manuscript critically.
SP: acquisition of data, drafting the manuscript. SH: concept and design,
analysis and interpretation of data, revise the manuscript critically. All authors
read and approved the final manuscript.
Authors’ information
Jiseok Baik; M.D., Assistant professor. Jin-Young Hwang : M.D., Ph D., Assistant
professor. Sahngun Francis Nahm: M.D., Ph D., Assistant professor. Dongjin
Kim: M.D., Ph D., Clinical assistant professor. Young-Tae Jeon : M.D., Ph D.,
Associated professor. Jinhee Kim: M.D., Ph D., Professor. Seongjoo Park: M.D.,
Ph D., Clinical assistant professor. Sunghee Han: M.D., Ph D., Professor.

Page 4 of 5

Author details
1
Department of Anesthesiology and Pain Medicine, Borame Medical Center,
Seoul National University, College of Medicine, Boramae-ro 5-gil, Dongjak-gu,
Seoul, Kyoneggido 156-707, South Korea. 2Department of Anesthesiology
and Pain Medicine, Pusan National University Hospital, Biomedical Research
Institute, Pusan National University, School of Medicine, 179 Gudeok-ro,
Seo-Gu, Busan 602-739, South Korea. 3Department of Anesthesiology and
Pain Medicine, Seoul National University Bundang Hospital, Seoul National
University, College of Medicine, 300 Gumidong Bundanggu, Seongnamsi,
Kyoneggido 463-707, South Korea. 4Department of Thoracic Surgery, Sejong
General Hospital, 489-28 Hohyun-Ro, Sosa-Gu, Bucheon-Si, Kyoneggido
422-711, South Korea.
Received: 15 January 2015 Accepted: 16 February 2015

References
1. Jean-Baptiste E. Clinical assessment and management of massive
hemoptysis. Crit Care Med. 2000;28(5):1642–7.
2. Karmy-Jones R, Jurkovich GJ, Shatz DV, Brundage S, Wall Jr MJ, Engelhardt S,
et al. Management of traumatic lung injury: a Western Trauma Association
Multicenter review. J Trauma. 2001;51(6):1049–53.
3. Shigemura N, Wan IY, Yu SC, Wong RH, Hsin MK, Thung HK, et al.
Multidisciplinary management of life-threatening massive hemoptysis: a
10-year experience. Ann Thorac Surg. 2009;87(3):849–53.
4. Metin M, Sayar A, Turna A, Solak O, Erkan L, Dincer SI, et al. Emergency
surgery for massive haemoptysis. Acta Chir Belg. 2005;105(6):639–43.
5. Winter SMID. Massive hemoptysis: pathogenesis and management.
J Intensive Care Med. 1988;3(3):171–88.
6. Slinger PD, Campos JH. Anesthesia for thoracic surgery. In: Miller RD, editor.
Miller’s Anesthesia. 8th ed. New York: Elsevier; 2009. p. 1942–2006.
7. Pavlin EG, VanNimwegan D, Hornbein TF. Failure of a high-compliance
low-pressure cuff to prevent aspiration. Anesthesiology. 1975;42(2):216–9.
8. Seegobin RD, van Hasselt GL. Aspiration beyond endotracheal cuffs. Can
Anaesth Soc J. 1986;33(3 Pt 1):273–9.
9. Young PJ, Rollinson M, Downward G, Henderson S. Leakage of fluid past
the tracheal tube cuff in a benchtop model. Br J Anaesth. 1997;78(5):557–62.
10. Bernhard WN, Yost L, Joynes D, Cothalis S, Turndorf H. Intracuff pressures in
endotracheal and tracheostomy tubes. Related cuff physical characteristics.
Chest. 1985;87(6):720–5.
11. Brodsky JB, Adkins MO, Gaba DM. Bronchial cuff pressures of double-lumen
tubes. Anesth Analg. 1989;69(5):608–10.
12. Hannallah MS, Benumof JL, Bachenheimer LC, Mundt DJ. The resting volume
and compliance characteristics of the bronchial cuff of left polyvinyl chloride
double-lumen endobronchial tubes. Anesth Analg. 1993;77(6):1222–6.
13. Blunt MC, Young PJ, Patil A, Haddock A. Gel lubrication of the tracheal tube
cuff reduces pulmonary aspiration. Anesthesiology. 2001;95(2):377–81.
14. Dave MH, Koepfer N, Madjdpour C, Frotzler A, Weiss M. Tracheal fluid
leakage in benchtop trials: comparison of static versus dynamic ventilation
model with and without lubrication. J Anesth. 2010;24(2):247–52.
15. Chow MY, Liam BL, Thng CH, Chong BK. Predicting the size of a double-lumen
endobronchial tube using computed tomographic scan measurements of the
left main bronchus diameter. Anesth Analg. 1999;88(2):302–5.
16. Seegobin RD, van Hasselt GL. Endotracheal cuff pressure and tracheal
mucosal blood flow: endoscopic study of effects of four large volume cuffs.
Br Med J (Clin Res Ed). 1984;288(6422):965–8.
17. Mehta S. Safe lateral wall cuff pressure to prevent aspiration. Ann R Coll
Surg Engl. 1984;66(6):426–7.
18. Pitts R, Fisher D, Sulemanji D, Kratohvil J, Jiang Y, Kacmarek R. Variables
affecting leakage past endotracheal tube cuffs: a bench study. Intensive
Care Med. 2010;36(12):2066–73.
19. Stride PC. Postoperative sore throat: topical hydrocortisone. Anaesthesia.
1990;45(11):968–71.
20. Estebe JP, Delahaye S, Le Corre P, Dollo G, Le Naoures A, Chevanne F, et al.
Alkalinization of intra-cuff lidocaine and use of gel lubrication protect
against tracheal tube-induced emergence phenomena. Br J Anaesth.
2004;92(3):361–6.
21. British Thoracic Society Bronchoscopy Guidelines Committee aSoSoCCoBTS.
British Thoracic Society guidelines on diagnostic flexible bronchoscopy.
Thorax. 2001;56 Suppl 1:i1–21.

Hwang et al. World Journal of Emergency Surgery (2015) 10:9

Page 5 of 5

22. O’Neill B, Templeton JJ, Caramico L, Schreiner MS. The laryngeal mask
airway in pediatric patients: factors affecting ease of use during insertion
and emergence. Anesth Analg. 1994;78(4):659–62.
23. Taylor AM, Hung OR, Kwofie K, Hung CR, Hung DR, Guzzo A. Removal
of the stylet from the tracheal tube: effect of lubrication. Anaesthesia.
2012;67(8):885–8.

Submit your next manuscript to BioMed Central
and take full advantage of:
• Convenient online submission
• Thorough peer review
• No space constraints or color ﬁgure charges
• Immediate publication on acceptance
• Inclusion in PubMed, CAS, Scopus and Google Scholar
• Research which is freely available for redistribution
Submit your manuscript at
www.biomedcentral.com/submit

